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Summary
  The aim of this study was to analyze the composition of eight commercial tissue condi-
tioners, assess each material using the International Standard (ISO) 10139-1 and relate
differences in proper'ties to composition. A visible light spectrophotometer (IR-460 : Shi-
madzu, Kyoto, Japan) was used to analyze the principal components of both liquids and
polymer powders. A High Pressure Liquid Chromatograph (HPLC : Shimadzu, Kyoto, Ja-
pan) was used to measure the principal ingredients. A gas chromatograph (GC-15A : Shi-
madzu, Kyoto, Japan) was used to measure the alcohol coneentration. Consistency and
penetration tests were carried out as detailed in the ISO 10139-1. The penetration test
measurements were also made at 2, 3 and 4 weeks. All materials satisfied the standard in
the consistency test and in the penetration test after one week. However, three materials
failed to satisfy the standard in the penetration test after two hours. In all materials the
powder was found to be poly (ethyl methacryIate), while plasticizers and ethanol content
varied. Two materials contained other components thought to be antibiotic or antibacterial
agents. There appeared to be a correlation between the ethanol content and the consistency
results.
Introduction
  Tissue conditioners are temporary denture lining materials used to improve the health of the soft
tissues of the denture bearing areas. They allow bruised or swollen tissues to return their more nor-
mal shape and sizei'`'. Their viscoelastic nature allows good adaptation to be maintained while the
contours of the mucosa change5). This property also makes tissue conditioners usefu1 as functional
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impression materials ; other uses include cleft palate speech aids and immediate surgical
splints"6-8). There have been many articles and reports published concerning the physical and me-
chanical properties of temporary soft lining materials. Most papers have described the viscoelastic
characteristics under static and dynamic conditions by measurement of creep and dynamic modu-
lus"-i3). However, there has never been a direct comparison, in spite of the availability of many com-
mercial tissue conditioners.
  In 1991, ISO 10139-1 was established by technical committee ISO/TC 106, Dentistry, Sub-Com-
mittee SC2, Prosthodontic Materials. [[[he purpose of this study was to compare eight commercial
tissue conditioners using this standard test. Their composition was also analyzed to determine any
correlation with the results from the standard tests.
Materials and Methods
  Details of the materials tested are listed in Table 1, which also includes powderAiquid ratio used
and mixing time. All samples were prepared according to the manufacturer's instructions, where a
range of mixing times was given the mean was used.
Table 1 : Tissue conditioner evaluated
Brand (Cord) Manufacturer   Batch No.
PowderMiquid
PowderMiquid
   (glml)
Mixing time
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  A visible light spectrophotometer (IR-460 : Shimadzu, Kyoto, Japan) was used to analyze the
principal components ofboth liquids and polymer powders. The infra-red spectra of both the liquid
and polymer were within the 400 to 4,OOO-' region. A High Pressure Liquid Chromatograph (HPLC :
Shimadzu, Kyoto, Japan) was used to measure the principal ingredients using pure substances such
as butyl phthalyl butyl glycollate (BPBG), butyl benzyl phthalate (BBP), benzyl benzoate (BB) and
ester stearic acid (ES) as standards. A gas chromatograph (GC-15A : Shimadzu, Kyoto, Japan) was
used to measure the alcohol concentration, with a Å} 29o margin of error.
Consistenay Test
  The apparatus and method used were as specified by ISO 10139-1. A delivery tube or syringe of a
suitable material (e.g. glass or polytetrafluoroethylene), with an internal diameter between 10mm
and 15mm, was used to dispense 2 Å} O.lml ofmaterial onto a glass plate. 30 Å} lsec after mixing, the
sample was compressed by venically applying another glass plate termed the minor load, having a
mass of 100 Å} lg and a thickness not less than 2mm. The plates and the sample were then main-
                                  zaJzXtwtJ}ii5t 33(1) 2007 23
tained at temperature at 37 Å} 10C . 120 Å} lsec after mixing the major load (1000 Å} 5g) was applied
vertically, so that the total load (major and minor) was 1100 Å} 6g. This load was maintained for 60 Å}
lsec after which it was removed, leaving the minor load in place. 8 Å} O.5min after mixing the maxi-
mum and minimum diameters of the resulting disc of material were measured to an accuracy of Å}
O.5mm. The average of the two measurements was calculated. To satisfy the standard specification
the value should be between 25mm and 75mm.
Penetration Test (behavior in water)
  The penetrometer apparatus and method used were as specified by ISO 10139-1. The apparatus
comprises cylindrical penetrator (1mm in diameter) which is fixed on a vertical rod. The vertical rod
plus the penetrator has a mass of 50 Å} 5g. There is a locking device which fixes the penetrator at any
vertical position and is used to measure the depth ofpenetration. A sample of approximately 20ml
was placed in a metal ring (30 Å} lmm internal diameter and 3 Å} O.lmm high) on the flat plate (50 Å~
50 Å~ 4mm3 ) made ofunplasticized poly (methyl methacryIate) (PMMA). There was a slight overflow.
An unplasticized polyester film of50 Å} 30pm thickness was used to cover the material. A glass plate
(50 Å~ 50 Å~ 60mm3) was then placed on top and a weight of 2 Å} O.lkg was applied. 10minutes after
mixing, the Ioad, the glass plate and polyester film were removed and the sample was stored in a
water bath at 37 Å} 1Åé. 115 Å} O.5min after mixing the specimen was removed from the water bath
and placed in the penetrometer. The penetrator was brought just into contact with surface of the
specimen and locked in position. The rod from the dial gauge was brought into contact with the ver-
tical rod and adjusted to zero. 120 Å} O.5min after mixing the venical rod was released for 1.5 Å} O.5
sec, allowing the penetrator to penetrate the specimen and it was then locked in position. The dial
gauge was used to measure the depth of penetration. The test was carried out five times on each
specimen using a different area each time. The mean of the five measurements was recorded as
value A. To satisfy the standard specification A had to be 1.8mm or less. The specimen was stored
again in water at 37 Å} leC and the test was repeated after seven days and the mean value was re-
corded as value B. To satisfy the standard specification B had to be O.18mm or more. The penetra-
tion ratio was calculated as A/B and the result was expressed to one decimal place. To satisfy stan-
dard specification AIB had to be 5 or less. The ISO standard test recommended measurements only
at two hours and one week, but measurements were also made at two, three and four weeks as refer-
ence data.
Statistical Treatment ofResults
  BartletVs test for homogeneity ofvariance was applied to the data. If the resultant test value was
less than the critical x2 value at the O.10 level ofsignificance, and analysis ofvariance (ANOVA) was
greater than the critical value (sample variances not homogenous), the Welch test was substituted
for the ANOVA. When there was a significance among the means, multiple comparisons using
Tukesis test were performed.
Results
Composition
  Table 2 gives the weight to volume ratio (9o) of the esters, the 9o ethanol concentration and the
sum ot these two componepts in the liquid. From the analysis of the polymer powder, the infra-red
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                  Table 2 : Liquid composition













































































































"Multiple comparisons using 'I'ukeYs procedure. At pÅqO.05, groups means designated by the same
 letter are not statistically different.
spectra of all the powders showed the general characteristics ofpoly (ethyl methacrylate) (PEMA).
International Standard ISO 10139-1 test
  Table 3 showed the results of the penetration tests. Figures 1 and 2 present the diagram of the
consistency and penetration tests. In Figure 1, those means that are not statistically different from
one another (TukeYs procedure for multiple comparisons, p Åq O.05) are joined by a line. In the con-
sistency test, all materials in this study were up to ISO standards. In the penetration test, on the
other hand, some materials were below these requirements. For the ratiQ of penetration (AIB) all
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Figure 1 : Histogram of the consistency test results. Means
       not statistically different (pÅqO.05) are joined by a
       line. Broken lines represent upper and lower lim-
       its of lSO 10139-1.























Figure 2 : Penetration test results as a function of time. Bro-
       ken Iines represent maximum A (O.18mm) and
       minimum B (1.8mm) values of lSO 10139-1.
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eight materials satisfied the standard.
Discussion
  From the analysis of the liquids (Table 2), VG, FS, DS, SL and CL appear to contain butyl phtha-
lyl butyl glycolate (BPBG). The formation ofbutyl alcohol, and phtalic acid on hydrolysis could indi-
cate n-butyl phthalate, however the viscosity and density of the latter preclude this and the infra-
red spectrum is consistent with the spectrum of BPBG. HC and TC appear to contain butyl benzyl
phthalate (BBP) and CC benzyl benzoate (BB), as previously reportedi`', and another plasticizer
identified as an ester of stearic acid (ES). These primary constituents are aromatic esters and they
act as plasticizers to the system and as such control the compliance and elastic properties. It has
been suggested that dibutyl phthalate, a commonly used phthalate plasticizer, should not be used in
tissue conditioners because ofpossible carcinogenic effect5).
  The ethanol contents (see Table 2) are consistent with those found by othersi' '`-i". Ethanol is a nec-
essary additive as it enables the large aromatic ester molecules to penetrate the polymer beads.
When the polymer powder and ethanoVester mix are combined, the ethanol swells the polymer ena-
bling dissolution by the ester and a gel is formed by polymer chain entanglement. The amount of
ethanol required will depend on the molar volume of plasticizer used and the molecular weight and
particle size of the polymer.
  For materials, CC and CL the combined ester/ethanol percentage did not account for 1009o of the
liquid. It is thought that other components such as antibiotic or antibaeterial agents may also be
presenti8'. It is also apparent from this study that the dental profession needs to properly define re-
quirements of this type of material both for the material itself in function and as a treatment
through delivery ofvarious medicinal agents. Further work should be carried out to evaluate the ef-
fects of these agents on patient comfort and health.
  All the materials studied satisfied the standard in the consistency test, although they covered a
wide range ofvalues as shown in Figure 1. The general trend appears to be that the higher the etha-
nol content, the stiffer the gel. HC is the one major exception. This is probably Iinked to the very low
powderAiquid ratio (pA) recommended by the manufacturers (see Table 1), at O.81glml it is far lower
than the other materials. There is no significant difference in the results for TC, SL and DS (pÅqO.05)
despite having different levels of ethanol, although they are all relatively high. This can be ex-
plained by other differences in their formulation. SL has the highest ethanol content, TC contains a
lower molecular weight plasticizer (BBP) and
DS has a higher powderAiquid ratio. However,
the results still show a linear relationship be-
tween ethanol content and consistency as de-
termined by the standard test (Fig. 3). This is
in agreement with results found by Jones et
ali" who showed that gelation time decreased
with increase in ethanol content while gel
strength increased. A decrease in gelation time
is a result of a faster viscosity build up, so at a
given time a material with a higher ethanol
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Figure 3:Consistency test results as a function of ethanol
        concentration
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would result in a lower measurement in the consistency test.
  VG, CC and HC failed the penetration test after two hours (A). As for the consistency test, the re-
sult for HC is linked to the very low powderAiquid ratio. CC also has a low powderAiquid ratio (1.11
gtml) and it contains something other than plasticizer and ethanol, as these accounts for only part of
the liquid. For VG it is probably due to the low ethanol content. CL has the Iowest ethanol content
and a low powderAiquid ratio but still satisfies the standard, however 309e of its liquid component
was not identified.
  All materials gave values higher than the standard specification in the penetration test at seven
days (B). However VG, CC and HC still have values higher than the maximum for A. Obviously, the
standard values are such that the material is expected to harden i.e. the penetration value would be
lower, on storage in water. Of the materials tested only TC and HC had B values significantly lower
than A. As a result of all materials had for lower AIB ratios than specified standard maximum at
five. A material would have to undergo significant hardening to have an A/B value that was above
the standard. The Ionger term penetration results also showed little change with the exception of
HC, again linked to its low pA.
  To summarize, all materials satisfied the eonsistency test standards. All except three materials
satisfied the specified standards for two the hour penetration test (A). The three materials that
failed would probably have passed if tested at the consistency they would be used at in practice. N-
though somb materials were below standard after two hours in the penetration test, they fell within
the standard after one week, and could be used in practice without problems or difficulties. At chair-
side, tissue conditioners are more likely to be mixed to consistency rather than measured pA. In par-
ticular, the data after one week would not be very important since the materials should be ex-
changed after one week by practitioners. If the three materials that failed the penetration test are
used clinically, practitioners need to modify the mixing ratio (pA). For instance, a somewhat larger
quantity ofpowder or a lesser amount ofliquid should produce good results. By modifying the pow-
der to liquid ratio, we can use the materials with patient. On the other hand, if the materials were
mixed according to the instructions, we should dip into the warm water (approximately 400C ) in 30
to 40 seconds before insert them in patient mouth. Thus, the standard value set for A appears to be
set at a reasonable level. However, the values set for the seven day penetration (B) and A/B would
appear to be too low or high, respectively. To approach these figutres, a material would have to
harden considerably when stored in water at 37Åé , while in the mouth the hardening effect might
not be as great as indicated by the higher solubility in artificial saliva reported by Kazanji' and Wat-
kinsoni9).
Conclusions
  The mechanical propenies of eight commercial tissue-conditioning materials were evaluated us-
ing International Standard ISO 10149-1 test and the composition of these materials was also ana-
lyzed. The following conclusions were made :
1. All materials in this study were up to ISO standards in consistency test.
2. Some materials, after two hours, were below these requirements in penetration test. After one
   week, all tested materials fell within this standard.
3. There was evidence of a correlation between the consistency of the material and the concentra-
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tion of ethanol.
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